The frequency of separation of NiTi rotary instruments has increased with the increasing use of these instruments, and this error may result from inadequate experience of using these instruments. This iatrogenic error can complicate root canal treatment, and special experience is required to manage this problem. This case report describes the management of the separation of an F3 instrument from a ProTaper NiTi rotary system. A 30-year-old man was referred to the College of Dentistry, Taibah University (Saudi Arabia) with an intracanal separated NiTi rotary instrument (F3 of the ProTaper system; Dentsply Maillefer, Ballaigues, Switzerland) in the canal of the maxillary right canine. The separated instrument was removed by using the modified hollow tube-based extractor system. The present case revealed that sometimes a simple method can be an effective alternative of a professional method; using NiTi rotary instruments with strict adherence is important for the prevention of instrument separation.
Introduction
In recent years, nickel-titanium (NiTi) rotary instruments have been widely used for cleaning and shaping of the root canal system. 1 These instruments have many unique features such as a great taper, a novel blade design, and higher elasticity. 2 In addition, these instruments keep the original shape of the canal and cause less procedural accidents such as ledge. 3, 4 Despite all these advantages, separation of NiTi rotary instruments remains a common problem of concern to many practitioners. 5 The NiTi rotary instruments are more susceptible to separation compared to stainless steel hand instruments. 6 The prevalence of separation of NiTi rotary instruments ranges from 0.5% to 5%. 2 The presence of an intracanalimpacted NiTi-separated fragment may lead to undesirable results and failure of non-surgical root canal therapy, in addition to causing anxiety for the patient. 7 All the aforementioned reasons increased the interest regarding removal of intracanal separated NiTi rotary instruments and led to new studies on techniques to remove separated instruments. 2 There is no single method for treating endodontic cases with NiTi rotary instrument separation; 8 there are different techniques to manage this problem, and these techniques include use of ultrasonic tips, endodontic forceps, endodontic files, and hollow tube-based extractor systems. 9 The present case report describes the removal of a large separated NiTi endodontic instrument by using the modified hollow tube-based extractor system.
Case report
A 30-year-old male patient was referred to the endodontic specialty clinic at the College of Dentistry, Taibah University (Saudi Arabia) with an intracanal separated NiTi rotary instrument (F3 of the ProTaper system; Dentsply Maillefer, Ballaigues, Switzerland) in the canal of the maxillary right canine (#13). A root canal retreatment had been initiated previously in a private general dental practice before referral for separation of an F3 ProTaper instrument, which was used during the removal of old root canal obturation material. The medical history of the patient was noncontributory. Diagnostic radiography revealed that the separated instrument extended along the root canal to the apical foramen of the canine, which had a metal ceramic crown (Figure 1(a) ). Local anesthesia was administered with 36 mg of lidocaine and 0.018 mg of epinephrine, the metal ceramic crown was sectioned with diamond and carbide burs to facilitate treatment procedures, and then, the tooth was isolated by a rubber dam. A subsequent diagnostic radiographic examination revealed another small separated instrument in the pulp chamber (Figure 1(b) ); the access cavity was reevaluated, but there was no need to modify it. Several attempts were made to extract the separated instrument (F3) by using the ultrasonic tip ET25 (SATELEC, A company of the ACTEON Group, France) under magnification with a Leica M320 dental microscope (Leica Microsystems, Wetzlar, Germany); however, the F3 instrument remained firmly fixed and could not be removed. Therefore, the use of another technique was attempted. A tool modified from a hollow tube-based extractor system was used with an etching needle and a K file size 40 (Dentsply Maillefer, Ballaigues, Switzerland) as the extraction device (Figure 2(a) ). The etching needle was inserted into the canal and interlocked with the separated instrument, and then, a K file size 40 was inserted into the needle lumen, which shackled the separated instrument (Figure 2(b) ). After three attempts to withdraw the separated instrument, the instrument was removed from the canal (Figure 3(a) ). The length of the fragment was approximately 16 mm (Figure 3(b) ), and then, the small separated instrument in the pulp chamber was removed by using an ultrasonic tip. Cleaning and shaping of the canal were completed by using a new F3 instrument from the ProTaper universal NiTi system, and the canal was filled by using the Calamus dual 3D obturation system (DENTSPLY International, Inc., Tulsa) (Figure 4) , and the patient was referred to the prosthodontic department for final restoration.
Discussion
Separation of an intracanal instrument is a problem that may be encountered during root canal treatment and sometimes even with routine cases. 10 NiTi instruments rarely exhibit visual signs of deformation and separation without any prior warning. 11 NiTi instrument separation is related to several factors such as inappropriate access cavity, curvature of the root canal, multiple uses of the same instrument, and operator experience.
1,2 The use of ultrasonic tips under magnification with a dental operating microscope is considered the safest and most commonly used method to retrieve a separated endodontic instrument. 2 The success rate of removal of separated endodontic instruments by using the ultrasonic tip is 80%. 8 In the present case, the ultrasonic technique was attempted several times to remove the separated instrument; however, all attempts failed. The failure is likely due to the engagement of the apical part of the instrument tightly. While the present case of instrument separation was torsional separation, this type of separation occurs when the instrument (generally the tip) is locked in the canal while the file shank continues to rotate. 12 In addition to the torsional fatigue separation in the present case, the large instrument size (F3) may have had a role in the instrument separation, as larger, stiffer instruments suffer from more stress during intracanal usage. 12 The presence of apical periodontitis is a critical factor that has an influence on the outcome of the root canal treatment. 13 The apical diagnosis of the present case was asymptomatic apical periodontitis; therefore, the removal of the separated NiTi instrument was necessary to improve the prognosis of root canal treatment. The best way to manage NiTi rotary instrument separation is to prevent the separation, and the preventive measures for NiTi instrument separation are summarized as follows: 
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